Effect of xenon arc photocoagulation on corneal endothelium.
Xenon arc photocoagulation of the fundus of pigmented rabbits resulted in no corneal endothelial cell damage when the experiment was designed to minimize corneal temperature rise by frequent topical instillations of ophthalmic irrigating solution.